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sound-conductive hearing loss and thus can help to reduce 
the rate of false-positive TEOAE responses in the early post-
natal period. Since DPOAE I/O functions are correlated with 
loudness functions, DPOAEs offer the possibility of basic 
hearing aid adjustments, especially in infants and children. 
Extrapolated DPOAE I/O functions provide a tool for a fast 
automated frequency-specific and quantitative evaluation 
of hearing loss.  Copyright © 2006 S. Karger AG, Basel 

 Introduction 

 Otoacoustic emissions (OAEs) are the by-product of 
the nonlinear sound amplification process in the cochlea 
 [1, 2] , referred to as the cochlear amplifier (CA), and 
hence can serve as a measure for evaluating cochlear in-
tegrity. Transiently evoked OAEs (TEOAEs) represent 
the sum of the pulse responses of outer hair cells (OHCs) 
along the cochlea whereas distortion product OAEs 
(DPOAEs) represent cubic distortions of OHCs when 
stimulated simultaneously by two tones,  f  1  and  f  2 . In hu-
mans, the 2 f  1  –  f  2  distortion component yields the highest 
amplitude and is therefore primarily used in audiological 
diagnostics. Whereas TEOAEs more qualitatively assess 
cochlear function, DPOAEs provide quantitative infor-
mation about the range and operational characteristics of 
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 Abstract 
 Distortion product otoacoustic emission (DPOAE) growth 
functions reflect the active nonlinear cochlear sound pro-
cessing when using a primary-tone setting which accounts 
for the different compressions of the two primaries at the 
DPOAE generation site and hence provide a measure for ob-
jectively assessing cochlear sensitivity and compression. 
DPOAE thresholds can be derived from extrapolated DPOAE 
input/output (I/O) functions independently of the noise 
floor and consequently can serve as a unique measure for 
reading DPOAE measurements. The thus-estimated DPOAE 
thresholds exhibit a close correspondence to behavior au-
diometric thresholds and thus can be used for reconstruct-
ing an audiogram, i.e., a DPOAE audiogram. The DPOAE I/O 
functions’ slope increases with cochlear hearing loss and 
thus provides a measure for assessing recruitment. Hence, 
DPOAE I/O functions can give more information for diagnos-
tic purposes than those of DP grams, transiently evoked 
OAEs (TEOAEs), or auditory brain stem responses (ABRs). 
DPOAE audiograms can be applied in pediatric audiology to 
assess cochlear dysfunction in a couple of minutes. In new-
born hearing screening, they are able to detect transitory 
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the CA, i.e. sensitivity, compression, and frequency selec-
tivity. 

 DPOAE input/output (I/O) functions (DPOAE level 
 L  dp  as a function of the primary-tone level  L  2  for a select-
ed  f  2 ) reflect CA dynamics at the  f  2  place in the cochlea 
 [3–6] . In normal hearing, in response to low-level stimu-
li, DPOAE level I/O functions exhibit steep slopes, while 
at high-stimulus levels slopes decrease, thus mirroring 
the strong amplification at low and decreasing amplifica-
tion (saturation) at moderate sound levels. However, this 
is only true when a stimulus setting is used which ac-
counts for the different compressions of the primary 
tones  [7–9] . DPOAE slope, calculated from DPOAE I/O 
functions, indicates CA compression. When plotted 
across frequency, a slope profile can be established. In 
ears with cochlear hearing loss, the slope  s  of the DPOAE 
level I/O function increases with increasing hearing loss 
indicating loss of CA compression  [4, 5] . 

 The purpose of this contribution is to present a special 
parameter setting for eliciting DPOAEs more physiolog-
ically as well as a new method for estimating loss of sen-
sitivity and compression of the CA by means of extrapo-
lated DPOAE I/O functions. Finally, some clinical case 
examples will illustrate the potential of DPOAE I/O func-
tions for getting frequency-specific and quantitative in-
formation about cochlear hearing loss.  

 DPOAE I/O Functions Only Reflect Nonlinear Sound 
Processing when Using a Special Stimulus Setting 

 When using a primary-tone setting, which accounts for 
the different compressions of the primary-tone traveling 
waves at the  f  2  place  [7–10] , the DPOAE I/O function re-
flects compressive nonlinear sound processing known 
from direct measurements of basilar membrane displace-
ments  [11] . Due to the steep slope of the traveling wave 
towards the cochlear apex, the maximum interaction site 
is close to the  f  2  place in the cochlea. Thus, OHCs at the  f  2  
place contribute most to DPOAE generation. The number 
of OHCs contributing to DPOAE generation depends on 
the size of the overlapping region, which is determined by 
the primary-tone levels  L  1  and  L  2 , respectively, and the fre-
quency ratio  f  2 / f  1  of the primary tones  f  1  und  f  2 . To pre-
serve optimum overlap of the primary-tone traveling 
waves, the primary-tone level difference has to be increased 
with decreasing stimulus level resulting in an  L  1 / L  2  setting 
described by  L  1  = 0.4 L  2  +   39  [9] . This special  L  1 / L  2  setting, 
and not the  L  1  =  L  2  setting, yields compressive DPOAE 
growth reflecting nonlinear CA sound processing. 

 Estimation of Cochlear Hearing Threshold by Means 
of Extrapolated DPOAE I/O Functions 

 The relation between OAE level and auditory thresh-
old – or rather the lack of it – is strongly debated. Ear-
lier, it was common to define confidence limits to deter-
mine the degree of certainty with which any measured 
response could be assigned to either normal or impaired 
hearing  [12, 13] , or to define a ‘DPOAE detection thresh-
old’ as the stimulus level at which the response equalled 
the noise present in the instrument  [6] . However, since 
the noise is of technical origin (e.g. microphone noise), 
the threshold evaluated in this way does not match the 
behavioral threshold. A more relevant measure is the 
intersection point between the extrapolated DPOAE
I/O function and the primary-tone level axis at which 
the sound pressure of the response is zero and hence at 
which OHCs are inactive  [10, 14] . A linear dependency 
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  Fig. 1.  Threshold estimation by means of extrapolated DPOAE 
I/O functions. DPOAEs are measured at different primary-tone 
levels representing an I/O function in the common double-loga-
rithmic plot ( a ). If the DPOAE pressure  p  dp  instead of the DPOAE 
level  L  dp  is plotted ( b ), DPOAEs can easily be fitted by using linear 
regression analysis. The intersection point of the linear regression 
line with the primary-tone level axis can then serve as an estimate 
for the threshold level  L  dpth . At least 3 valid DPOAE points are 
necessary for the extrapolation. If there are only one or two valid 
points in the I/O function, a simplified estimation is done where 
 L  dpth  = lowest  L  2  – 15 dB. Cochlear compression  c  is quantified by 
calculating the slope  s  of the I/O function ( s  =   1/ c ).  p  0  = 20 �Pa. 
Semi-circles on the x-axis indicate the  L  2  levels at which DPOAEs 
were not measured. 
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between the DPOAE sound pressure and the primary-
tone sound pressure level is present  [10]  when using the 
 L  1  = 0.4 L  2  +   39 paradigm for eliciting DPOAEs  [9] . Be-
cause of the linear dependency, DPOAE data can easily 
be fitted ( fig. 1 ) in a semilogarithmic plot by linear re-
gression analysis, where the intersection point of the re-
gression line with the  L  2  primary-tone level axis at  p  dp  = 
0 Pa can thus serve as an estimate of the DPOAE thresh-
old. The estimated DPOAE threshold  L  dpth  is indepen-
dent of noise and seems to be more closely related to the 
behavioral threshold than the DPOAE detection thresh-
old  [10, 14] . The DPOAE growth rate steepens when the 
auditory threshold is elevated  [4, 5, 10, 14, 15]  and differs 
significantly between hearing loss classes (their width 
being 10 dB)  [16] . The slope of DPOAE I/O functions is 
reported to be related to the slope of the loudness func-
tions  [15, 17] . Thus, the slope  s  of DPOAE I/O functions 
is suggested to allow a quantitative assessment of CA 
compression and hence provide an objective recruit-
ment test. 

 When converting sound pressure level to hearing lev-
el, the estimated threshold can be plotted in an audio-
gram form. The Cochlea-Scan TM  hand-held device 
(Fischer-Zoth/Natus) estimates the hearing loss at 5 fre-
quencies, i.e. at 1.5, 2, 3, 4, and 6 kHz. Due to the high 
noise floor level at low frequencies and the problem of 
standing waves in the outer ear canal at high frequencies, 
the frequency range had to be restricted ( fig. 2 ). Test-re-
test stability of the estimated threshold is relatively high 
with a standard deviation lower than 10 dB ( fig. 3 ). 
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  Fig. 2.  DPOAE audiogram from an ear 
with cochlear hearing loss. At 1.5, 2, 3, and 
4 kHz, there were more than 3 points in the 
 respective I/O function, so estimation 
could be done by extra polation. At 4 kHz, 
a valid DPOAE response was only present 
at  L  2  = 60 and 65 dB SPL. Here, the Co-
chlea-Scan does a simplified estimation. 
At 4 kHz, no DPOAEs could be measured 
and the hearing loss is estimated to be 
higher than 50 dB. 
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  Fig. 3.  Test-retest stability of a DPOAE audiogram.  a  Nine mea-
surements were performed in an adult patient. The sound probe 
insertion was changed at each measurement. SD amounted to 
about 5 dB at each test frequency.  b  Minimum and maximum 
hearing thresholds obtained in a newborn at the neonatal care 
unit did not differ more than 10 dB except at 6 kHz. 
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 Clinical Applications of DPOAE I/O Functions 

 Like tympanometry, which examines the status of the 
middle ear, OAEs are a fast and easy-to-handle method 
for examining cochlear function objectively. Due to the 
simple handling, OAEs are the first choice in newborn 
hearing screening. In pediatric audiology, especially 
DPOAE audiograms can provide frequency-specific and 
quantitative information about the hearing loss within a 
couple of minutes only. 

 Automated Hearing Threshold Estimation in 
Newborns 
 TEOAEs and DPOAEs are widely regarded as being 

suitable for screening in newborns and infants, as they 
are not present in the case of OHC dysfunction  [18–21] . 
A major disadvantage of using OAEs in screening proto-

cols is a lower validity as compared to auditory brain stem 
response (ABR) methods  [20, 22] . This is especially true 
in populations with a high prevalence of slight threshold 
elevation due to a temporary sound-conductive hearing 
loss, as it is found in neonates in the first 36 h of life due 
to eustachian tube dysfunction or amniotic fluid in the 
tympanic cavity. To avoid high referral rates, OAE refer-
rals are usually followed up with an ABR screening before 
diagnostic assessment, i.e., two-stage screening  [21, 23] . 
DPOAE audiograms may be an alternative means for re-
vealing a transitory hearing loss in the early postnatal 
period or detecting a persisting cochlear hearing loss. 
 Figure 4  shows DPOAE audiograms obtained in two 1-
day-old babies at the neonatal care unit.  Figure 4 a indi-
cates both a low- and a high-frequency hearing loss. In 
this baby, eustachian tube dysfunction (where middle ear 
stiffness is increased and therefore low frequencies are 
affected) and amniotic fluid (where middle ear mass is 
increased and therefore high frequencies are affected) 
may be the reason for the hearing loss. In the other baby 
( fig. 4 b), only low frequencies are affected indicating eu-
stachian tube dysfunction. 

 DPOAE audiograms can be applied in babies immedi-
ately after automated TEOAE or ABR testing to reveal a 
transitory sound-conductive hearing loss or detect a per-
sisting cochlear hearing loss. DPOAE audiograms should 
be generally applied in babies at risk where a hearing loss 
is likely. In follow-up diagnostics, DPOAE audiograms 
can serve as an advanced tool for bridging the gap be-
tween screening and audiological testing. 

 Automated Hearing Threshold Estimation in 
Pediatric Audiology 
 DPOAE audiograms are an alternate method to behav-

ioral audiometry or frequency-specific evoked response 
audiometry [tone burst ABR, auditory steady-state re-
sponse (ASSR)] in case pure-tone audiometry cannot be 
performed or does not reflect the real hearing threshold. 
In contrast to TEOAEs, common DPOAEs, and click-
evoked ABRs, which only qualitatively describe the hear-
ing loss, DPOAE audiograms are able to quantitatively as-
sess cochlear hearing thresholds at distinct test frequen-
cies. DPOAE audiograms can assess the hearing loss at 5 
frequencies in a couple of minutes. This is an essential ad-
vantage over tone burst ABR or ASSR. It should be empha-
sized that predicting the hearing loss at 5 frequencies by 
tone burst ABR or ASSR takes more than half an hour.  Fig-
ure 5  illustrates the capability of DPOAE audiograms to 
detect a persisting cochlear hearing loss. Conditioned be-
havioral threshold in a 5-year-old boy is closely related 
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  Fig. 4.  DPOAE audiograms from two 1-day-old newborns where 
a sound-conductive hearing loss is likely. In one of them ( a ), both 
amniotic fluid and eustachian tube dysfunction, and in the other 
( b ), only amniotic fluid may be the reason for the hearing loss. 
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with the DPOAE audiogram ( fig. 5 a). Compression  c  cal-
culated by the slope  s  of the DPOAE I/O function ( fig. 1 ) is 
high in the range of normal hearing at the low and the high 
test frequencies. However, at the mid-frequencies, com-
pression decreased, revealing OHC dysfunction in the me-
dio-cochlear region which is typical of a congenital hear-
ing loss. In a 6-month-old infant, the DPOAE audiogram 
indicated normal hearing at high and a hearing loss at mid-
frequencies ( fig. 5  b). Also here, compression was high at
6 kHz where hearing was estimated to be normal but low 
at 4 kHz where the estimated threshold was elevated. In this 
case, medio-cochlear OHC dysfunction is also likely. So 
compression  c  is suggested to be able to provide quantitative 
information about the compression loss of the CA. 

 Quantitative Evaluation of Hearing Loss and 
Recruitment for Providing Hearing Aid Fitting 
Parameters 
 Especially for hearing aid adjustment in children, a 

quantitative evaluation of the hearing loss and recruit-
ment (compression loss) is necessary. With the help of the 
DPOAE audiogram and the DPOAE slope profile charac-
teristic quantities of the cochlear-impaired ear and hence 
parameters for a noncooperative hearing aid adjustment 
situation are provided  [17] . Gain functions derived from 
DPOAE I/O functions have the ability to serve as a fitting 
parameter in dynamic compression hearing aids for com-
pensating loss of cochlear sensitivity and compression. 

 Early Detection and Monitoring Cochlear Dysfunction 
 DPOAEs are stable through time and hence are capa-

ble of detecting beginning OHC impairment and moni-

toring recovery from OHC impairment. Sound overex-
posure, and therapeutic drugs (antibiotic and antitumor 
chemotherapeutic agents) are reported to induce an ir-
reversible hearing loss that typically affects the highest 
frequencies first, with hearing loss systematically pro-
gressing to the lower frequencies  [24] . Early detection of 
ototoxicity is important for providing effective manage-
ment options such as substitution of medications, change 
of dosage, and mode of administration  [25] . Early detec-
tion of noise-induced hearing loss in subjects with job-
related sound exposure in a potentially hazardous sound 
pressure level range can protect from severe hearing 
problems. Because TEOAEs are less effective above 
4 kHz, DPOAEs are better suited for detecting and mon-
itoring OHC dysfunction due to sound overexposure or 
ototoxic drugs. Moreover, DPOAEs have an additional 
advantage over TEOAEs, in that they can give informa-
tion about the compression of the CA. If OHC function 
is disturbed during the toxic process or during noise 
overexposure, then not only DPOAE level but also 
DPOAE growth should be altered. Since DPOAE func-
tions are able to assess both loss of sensitivity and loss of 
compression of the CA, it is suited for monitoring co-
chlear dysfunction during ototoxic drug administration 
or noise overexposure. 

 Discussion and Conclusions 

 The CA is an essential sound processing element in 
that the auditory end organ considerably enhances sensi-
tivity and frequency selectivity. Being a by-product of co-
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  Fig. 5.  Conditioned behavioral thresholds 
(filled circles), DPOAE audiograms (white 
circles), and compression profiles (bot-
tom) from a 5-year-old boy ( a ) and from a 
6-month-old infant ( b ). In the 5-year-old 
boy, behavioral and estimated thresholds 
are closely related, whereas in the 6-month-
old baby, there is a high discrepancy be-
tween the two measures. In both ears, a 
medio-cochlear hearing loss is likely since 
the compression profile indicates com-
pression loss in the mid-frequency region. 
Lt = Behavioral threshold; Ldpth = estimat-
ed threshold. 
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chlear amplification, OAEs directly reflect CA function. 
DPOAEs, when elicited by stimulus features, which ac-
count for the different compressions of the two primary 
tones at the DPOAE generation site, mirror the nonlinear 
basilar membrane motion found in animal studies. 
DPOAE I/O functions provide information about CA 
sensitivity and compression. OHCs – the motor elements 
of the CA – are most sensitive to extrinsic and intrinsic 
contaminants and can be irreversibly impaired. OAEs are 
a noninvasive tool for assessing OHC dysfunction. The 
main OAE applications in clinical diagnostics are new-
born hearing screening, topological diagnostics, quanti-
tative evaluation of hearing loss and recruitment, detect-
ing the beginning stages of cochlear impairment during 
noise exposure or ototoxic drug administration, and 
monitoring cochlear function during recovery from co-

chlear dysfunction. Since OAEs describe detailed charac-
teristics of the impaired ear, hearing aid adjustment can 
be improved by OAE measurements, especially in infants 
in which subjective audiometric tests fail to quantitative-
ly determine cochlear dysfunction. In pediatric audiom-
etry, DPOAE audiograms can assess cochlear hearing 
loss more precisely than behavioral tests, especially in in-
fants where the conditioned free-field audiogram does 
not reflect the real threshold. Moreover, unilateral hear-
ing loss can be detected. DPOAE audiograms are an au-
tomated measuring procedure with simple handling and 
short measuring time. No sedative is necessary in most 
cases. Assessment of hearing loss is possible up to 50 dB 
HL. Therefore, higher hearing losses have to be detected 
using tone burst ABR or ASSR. However, the incidence of 
a hearing loss higher than 50 dB is low. 

  

 References 

  1 Davis H: An active process in cochlear me-
chanics. Hear Res 1983;   9:   79–90. 

  2 Dallos P: The active cochlea. J Neurosci 
1992;   12:   4575–4585. 

  3 Kummer P, Janssen T, Arnold W: Suppres-
sion tuning characteristics of the 2 f  1  –  f  2  dis-
tortion-product otoacoustic emission in hu-
mans. J Acoust Soc Am 1995;   98:   197–210. 

  4 Kummer P, Janssen T, Arnold W: The level 
and growth behavior of the 2 f  1  –  f  2  distortion 
product otoacoustic emission and its rela-
tionship to auditory sensitivity in normal 
hearing and cochlear hearing loss. J Acoust 
Soc Am 1998;   103:   3431–3444. 

  5 Janssen T, Kummer P, Arnold W: Growth be-
havior of the 2 f  1  –  f  2  distortion product oto-
acoustic emission in tinnitus. J Acoust Soc 
Am 1998;   103:   3418–3430. 

  6 Dorn PA, Konrad-Martin D, Neely ST, Keefe 
DH, Cyr E, Gorga MP: Distortion product 
otoacoustic emission input/output functions 
in normal-hearing and hearing-impaired 
human ears. J Acoust Soc Am 2001;   110:  
 3119–3131. 

  7 Whitehead ML, McCoy MJ, Lonsbury-Mar-
tin BL, Martin GK: Dependence of distor-
tion-product otoacoustic emissions in pri-
mary levels in normal and impaired ears. 1. 
Effects of decreasing  L  2  below  L  1 . J Acoust 
Soc Am 1995;   97:   2346–2358. 

  8 Whitehead ML, Stagner BB, McCoy MJ, 
Lonsbury-Martin BL, Martin GK: Depen-
dence of distortion-product otoacoustic 
emissions in primary levels in normal and 
impaired ears. 2. Asymmetry in  L  1 ,  L  2  space. 
J Acoust Soc Am 1995b;97:   2359–2377. 

  9 Kummer P, Janssen T, Hulin P, Arnold W: 
Optimal  L  1  –  L  2  primary tone level separa-
tion remains independent of test frequency 
in humans. Hear Res 2000;   146:   47–56. 

 10 Boege P, Janssen T: Pure-tone threshold esti-
mation from extrapolated distortion prod-
uct otoacoustic emission I/O-functions in 
normal and cochlear hearing loss ears. J 
Acoust Soc Am 2002;   111:   1810–1818. 

 11 Ruggero MA, Rich NC, Recio A, Narayan SS, 
Robles L: Basilar-membrane responses to 
tones at the base of the chinchilla cochlea. J 
Acoust Soc Am 1997;   101:   2151–2163. 

 12 Gorga MP, Stover L, Neely ST, Montoya D: 
The use of cumulative distributions to deter-
mine critical values and levels of confidence 
for clinical distortion product otoacoustic 
emission measurements. J Acoust Soc Am 
1996;   100:   968–977. 

 13 Gorga MP, Nelson K, Davis T, Dorn PA, 
Neely ST: Distortion product otoacoustic 
emission test performance when both 2 f  1  –  f  2  
and 2 f  2  –  f  1  are used to predict auditory sta-
tus. J Acoust Soc Am 2000;   107:   2128–2135. 

 14 Gorga MP, Neely ST, Dorn PA, Hoover BM: 
Further efforts to predict pure-tone thresh-
olds from distortion product otoacoustic 
emission input/output functions. J Acoust 
Soc Am 2003;   113:   3275–3284. 

 15 Neely ST, Gorgy MP, Dorn PA: Cochlear 
compression estimates from measurements 
of distortion-product otoacoustic emissions. 
J Acoust Soc Am 2003;   114:   1499–1507. 

 16 Janssen T, Gehr DD, Klein A, Müller J: Dis-
tortion product otoacoustic emissions for 
hearing threshold estimation and differen-
tiation between middle-ear and cochlear 
disorders in neonates. J Acoust Soc Am 2005;  
 117:   2969–2979. 

 17 Müller J, Janssen T: Similarity in loudness 
and distortion product otoacoustic emission 
input/output functions: implications for an 
objective hearing aid adjustment. J Acoust 
Soc Am 2004;   115:   3081–3091. 

 18 Kemp DT, Ryan S: Otoacoustic emission 
tests in neonatal screening programs. Acta 
Otolaryngol Suppl 1991;   482:   73–84. 

 19 Gorga MP, Norton SJ, Sininger Y, Cone-Wes-
son B, Folsom RC, Vohr BR, Widen JE, Neely 
ST: Identification of neonatal hearing im-
pairment: distortion product otoacoustic 
emissions during the perinatal period. Ear 
Hear 2000;   21:   400–424. 

 20 Norton SJ, Gorga MP, Widen JE, Folsom RC, 
Sininger Y, Cone-Wesson B, Vohr BR, 
Mascher K, Fletcher K: Identification of neo-
natal hearing impairment: evaluation of 
transient evoked otoacoustic emission, dis-
tortion product otoacoustic emission, and 
auditory brain stem response test perfor-
mance. Ear Hear 2000;   21:   508–528. 

 21 Norton SJ, Gorga MP, Widen JE, Folsom RC, 
Sininger Y, Cone-Wesson B, Vohr BR, 
Mascher K, Fletcher K: Identification of neo-
natal hearing impairment: summary and rec-
ommendations. Ear Hear 2000;   21:   529–535. 

 22 Barker SE, Lesperance MM, Kileny PR: Out-
come of newborn hearing screening by ABR 
compared with four different DPOAE pass 
criteria. Am J Audiol 2000;   9:   1–7. 

 23 Rhodes MC, Margolis RH, Hirsch JE, Napp 
AP: Hearing screening in the newborn in-
tensive care nursery: comparison of meth-
ods. Otolaryngol Head Neck Surg 1999;   120:  
 799–808. 

 24 Stavroulaki P, Apostolopoulos N, Segas J, 
Tsakanikos M, Adamopoulos G: Evoked 
otoacoustic emissions – An approach for 
monitoring cisplatin induced ototoxicity in 
children. Int J Pediatr Otorhinolaryngol 
2001;   59:   47–57. 

 25 Lonsbury-Martin BL, Martin GK: Evoked 
otoacoustic emissions as objective screeners 
for ototoxicity. Semin Hear 2001;   22:   377–392. 

  


